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XIV. On the pendulum. By J. W. Lubbock, Esq. F.R.S. 

Read March 11, 1830. 

CvAPTAIN KATER was the first who made use of Huygens's theorem with 
respect to the convertibility of the centres of suspension and oscillation to 
eliminate the moment of inertia, and to obtain the length of the simple 
pendulum by measuring' the distance between the knife edges or axes of sus- 
pension. But this very ingenious method of determining the length of the 
simple pendulum must be considered as a first approximation, which is 
true only when many circumstances which might affect the truth of the result 
are not taken into account, but of which the following investigation shows 
that when the experiments are conducted with care, the effect is insensible. 
It is, however, desirable to ascertain carefully the limits of the errors which 
may rise from the circumstances to which I have alluded, and to render the 
theory of Captain Kater's pendulum as perfect as the method of observa- 
tion. Laplace has given a complete theory of the apparatus used by Borda 
in the Connaissance des Temps ; and he has shown that in the apparatus of 
Captain Kater, the distance between the knife edges is equal to the length of 
the simple pendulum, when they are considered as cylinders of small curvature, 
provided their radii of curvature are equal ; which theorem is also proved in 
Professor Whewell's Dynamics. But no one I believe has yet discussed all 
the circumstances which affect the accuracy of Captain Kater's method ; and 
I have therefore attempted to do this in the following paper, in which I have 
treated the question with the utmost generality, taking the case of all possible 
deviations and of axes any how placed, provided only that they are synchro- 
nous. 

I have taken the pendulum used by Mr. Baily, and described by him in the 
Philosophical Magazine of last February, to afford a numerical example, and I 
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have given the errors which would arise in the length of the simple pendulum 
corresponding to given deviations of the knife edges : it is difficult to make 
the results intelligible without the use of symbols ; but I may add, that the 
effect of a small deviation of one of the knife edges in azimuth is quite insen- 
sible : this is not the case with a deviation in altitude : a deviation of a degree 
in altitude increases by 3 the vibrations in twenty-four hours : a deviation from 
horizontality in the agate planes has a more sensible influence than either of 
the former deviations : a deviation in horizontality in the agate planes of 10' 
increases by about 6 the vibrations in twenty-four hours : both these deviations 
have the effect of rendering the distance between the knife edges greater than 
the true length of the simple pendulum. I have also considered the case in 
which the agate planes are fixed on the pendulum and vibrate on a fixed knife 
edge ; and I find, as might be expected, that the length of the simple pendu- 
lum is equal to the distance between the planes. 

Let Ox, Oy, Oz be rectangular coordinate axes meeting in the point O in the 
plane (xy), upon which the pendulum rests ; let the plane (x z) be vertical and 
the plane (xy) nearly horizontal, and let the axis of rotation coincide with the 
line Ox. Let g be the force of gravity, s the angle which a vertical line 
makes with the axis Oz, a the distance of the centre of gravity from the line 
Ox, and M (a z + ft 2 ) the moment of inertia of the pendulum about the axis 
Ox ; then, according to the analysis of M. Poisson, (Traite" de Mecanique, 
p. 116.) the length of the simple pendulum which oscillates in the same time 

a 3 + F 

IS . 

a cos s. 

Let Gx p Gy t , G is, be the three principal axes which intersect each other 
in the point G, and let the equations to the axis Ox referred to the coordinate 
axes Gx t , Gy t , G z„ which are fixed in the pendulum and move with it, be 

y l = x, tan i + (3 

tan 8' , 

z. = x, 5 + y. 

' ' cos 8 ' ' 

$ and S' are small angles which may be considered as the deviations of the 
knife edge in azimuth and altitude. 

If ay = b x + |3 

a z = c x + y 
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are the equations to any straight line (g) in space, the equations to a straight 
line perpendicular to this line, and passing through the origin, are 

fax-\-by-{-cz = \ 

\y (ay — b x) = (3 (a z — c x) J 

and the shortest distance from the origin to the given line 

... / {Pb-ycY + Pct + ^tf 

V a 2 {a* + 6 3 + c s ) 

The equation to a plane passing through the origin and the given line is 

y ( ay — b x) — fi (a z — c a) 
and the equations to the intersection of this plane with the plane (z y) are 

yy = P 

x = 

If a' y = V x + (3' 

a' z = c' x -\- y 1 

be the equations to any other straight line (g') in space 

, __ aa! + bV + cd 

COS gg — ^-—^—j ^____ 

Hence the cosine of the angle formed by the line g and the intersection of 
the plane 

y (a y — b x) = (3 (a z — ex) 
with the plane z y 

__ /3Z> + yc 

the sine of the same angle 

V v' a 2 + b % +c 9 ' V p* + y i 

lliese equations being premised; let C be the point in the axis or knife 
edge, O x, where a perpendicular let fall upon it from the centre of gravity G 
cuts it ; let C be the point where the plane (z y) cuts the axis O x ; and let C" 
be the point where one of the surfaces of the pendulum, supposed a parallele- 
piped, cuts the same knife edge ; and let G" be the point in this surface where 
a perpendicular let fall from G cuts it. 

If half the thickness of the pendulum be called t 

G C = G" C" sin C C G - t cos CC'G 

2 d2 
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\ a n m r>2 _ J/ 3 sin s cos 8 ' ~ 7 sin 8 '} 3 + 1 33 sin 8 ' 3 + 7* cos §3 cos 8 ' 3 
sine t, ^ iy /P + y 8 

cosCC'G=^° fl s / + r nS -» ifGC' = «' 

j3 = a' sin X, y = a' cos X, X being a small angle 
sin C C G 2 = { sin X sin I cos &' — cos X sin S'p + sin X^ sin V + cos & cos X* 
cos C C G = sin X sin S cos I' -f cos X sin I' 
neglecting sin X sin & and sin X s sin V 
cos CC'G= sin §', sin CC'G = cos 5' 

G C = G" C" cos y - £ sin &' 
Let g, g', g" be the angles which the line 0<r makes with the coordinate axes 
G x t , G y t , G *, ; and A, B, C the moments of inertia of the pendulum about 
these axes : then by a well known theorem, if G C — a 
the length of the simple pendulum 

. - Ma% ± ■ Acose9 + # cose' 3 + Ccose" 3 

~~ Ma cos s t 

cos g = cos 5' cos 5, cos g' = cos §' sin &, cos e" = sin 5' 

5 and &' may be considered as the deviations of the knife edge in azimuth 

and altitude. 

C being the point in axis O x where a perpendicular from G cuts it, the 

index at foot indicates the knife edge, the length of the simple pendulum if 

S; = 

c r« _i_ d. cos £ ' a + _ cos g 'i a + c cos ^i 8 
— tr Ci H Mc; 

let A = MB,B = MW,C= M¥% if the knife edges (1) and (2) are iso- 
chronous 

c r< _l ^ 3 ^ 3 s ' n s i 9 — ^ 8 cos ^\ ~ k m cos S V 
G Li + g^r GC, 

~ ** U + GQ GC 2 

whence 

Jfi = G C, X G C g + GC G 3 G c " *** sin s ' 2 - ft ' 2 cos s / 2 - ^' S cos £ "'^ 



- g^T^c" **" sin ^ ~ ft ' S cos e ' 2 * ~ k " S cos £ " 2 ^ 
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The length of the simple pendulum is 

n n i n n ^ ( s * n s i 3 ~~ s ^ n e a s ) — ^ 2 ( cos s 'i 8 "~ cos ^i) ~~ ^" a ( cos S V — cos 6 V) 
Lr C, + _f U H — GC 2 -GC, 

G C = G" C" cos V - t sin . 

= G" C" 1 1 - 2 sin ^- 1 - t sin . 

The apparent length of the simple pendulum = C"i C" 2 
The true length of the simple pendulum is 

G" a\ + G" C" 2 - 2 G" C\ sin ^ - 2 G" C" 2 sin *f - t sin . , - t sin S' 2 
, k* (sin Sj 9 — sin s 2 9 ) — £' 8 (cos g'j 8 — cos s'/) — F 2 (cos s"j 9 — cos e" 2 a ) 

The angle C", G" C" 2 =\-\ 

Cx" C 2 " = G" C/' + G" C 2 " - 2Cl "c"»cfi" G " { sin ^T^ } 2 
The true length of the pendulum is 

c ,, c ,, + ^o^^. ni ^y_ 2GCi ^i} •_,„- | sin |y 

— * sin . i — * sin . a 
, F (sin 6l 3 - sin s 2 ) 2 - F» (cos if - cos s' 2 ) 9 - F 8 (cos e", 2 - cos s ff 2 s ) 

The sign of the quantity t sin I' depends upon which surface of the pendu- 
lum the distance between the axes is measured, and might be got rid of by 
measuring the distance between the knife edges on each of the surfaces which 
are intersected by them, and taking the mean. 

I have endeavoured as far as possible to conform to the notation of M. Poisson 
in the Traite" de Mecanique ; but this is rendered difficult, because M. Poisson 
sometimes takes the axis Q„ to be vertical, (vol. ii. p. 113,) and sometimes the 
axis O* (as vol. ii. p. 185), and he uses the letter s in two different acceptations, 
(vol. ii. pp. 119 & 185.) 

In the notation of the article on the Pendulum in the Supplement to the En- 
cyclopaedia Britannica 

i = X, 4 - Y and . ' = Z, a = h. 
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The author of this article assumes the equations of the axis of rotation to be 

x l = a z t + a 



y» = * *i + P 



_ V a? + |3 3 



and he gives the equation h 

V l + « 3 + £ 3 

this equation is incorrect ; it should be 

*/ {(«' + ff 3 ) (I + a 3 + P) - (a a + b($)*} 

V (1 + a 2 + PJ 

It is easy by proper substitutions in the equations which I have given, to 
ascertain the influence of any deviation of the knife edge ; and for this purpose 
I shall take the pendulum described in the Annals of Philosophy, vol. iv. 
p. 137. used by Mr. Baily, of which the length is 62 inches, the width 2 inches, 
and the thickness -275 inch. One of the knife edges is 5 inches from the extre- 
mity ; and therefore from well known expressions for the moment of inertia in 
a parallelepiped, 

si 3 -+• 1 
& — — —- = 320-6666 

^= 3 -l!±^ == 320-339 

If X, i, I' and i, =a 0, G C, = 11.2514, G C 2 = 28.5, C, C 2 == 39.7514 

1. When I, V and $ t = 0, the true length of the simple pendulum 

- Cl Ca + — c^ — ( S,n T/ 

= 39-75 14 + -80667 { sin ~ I *. 

2. When >., i' and s, — 0, the true length of the simple pendulum 

= 39.75 14 + .013137 sin S 2 . 
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3. When X, 5 and e t = 0, the true length of the simple pendulum 



J.2 _ JJI2 

— ^1 U 2 -f- GG 



GC, 



sin ^-2G C, sin 



8' 2 

"IT 

g' 2 



= 39.7514 + 18.5712 sin V 2 — 22.5028 sin 2 . 
4. When X, 5 and S' = 0, the length of the simple pendulum 

COS g ; * 

The following table shows the increase in the number of vibrations in a day 
due to different values of X, S, &', and t r 

A i V i, 

30' .62 .00 1.08 1.85 

1° 2.66 .00 4.20 6.54 

So that if, for example, X = 1°, the number of vibrations in a day is increased 

by 2-66, and a deviation 5' in altitude of 1° has the effect of making the distance 

between the knife edges less than the true length of the simple pendulum by 

.00394, and of increasing the apparent number of vibrations by 4.20 in a day. 

1 shall now consider the case in which the plane is 
moveable with the pendulum, and rests upon the 
knife edge, which is fixed. 

Let D E F be a section of the knife edge, F O = r 
the angle DOF = l 
AG=y, OA = s, GH = a 
y = B C + C G, ultimately when 6 is small 
y = B C sin 6 + r 6, O A — O B ultimately 

2 = BC cos 6. 
It may easily be shown that 

(See Poisson, Traite de Mecanique, vol. ii. p. 189.) 
d y = {a cos & + r} d 6 
d z = — a sin d 

{A 2 + (a + r) 2 } zp + 2gaco86 = h 

The length of the simple pendulum is F + (a + rf 

a 
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If the two knife edges are isochronous, and n = r 2 

** + (fli + rf __ F + K + rf 

a x ~~ a 2 

M _ g i ( g a + r f ~ g a ( g i + r f 
a 2 — A] 

The length of the simple pendulum = a s + «! + 2 r = the distance be- 
tween the planes which vibrate on the knife edges. 

Index to the notation. 

Ox, Oy, Oz rectangular coordinate axes meeting in the point O. G the centre 
of gravity, Gx p Gy p Gz p their principal axes which intersect each other in the 
point G. C the point in the axis Ox, where a perpendicular let fall upon it 
from the centre of gravity G cuts it, the point when the plane (zy) cuts the 
axis Ox ; C" the point where one of the surfaces of the pendulum cuts the same 
knife edge, G" the point in this surface where a perpendicular from G cuts it. 

g the force of gravity 

y t = x t tan h + |8 
tan 8- 

z > = x > toTs' + ? 
the equations to the axis 0# referred to the coordinate axes Gx p Gy p Gz p so 
that h and ei' may be considered as the deviations of the knife edge in azimuth 
and altitude. 

G C = a, G C = a'. 

M — the mass of the pendulum. 

A, B, C the principal moments of inertia. 

A = Mffl, B = Mm, C = MW. 

s, s', s" the angles which the line Ox makes with the coordinate axes, Gx p 
Gy p Gz r 

t — half the thickness of the pendulum. 

(3 = a' sin X, y = a! cos X. 

x, y, z the coordinates of the centre of gravity. 

?■ the radius of curvature of the knife edge. 



